[Allergic reactions of Ni-Cr alloy-porcelain crown: report of four cases].
Four cases, who had allergic reactions of Ni-Cr alloy-porcelain crown, were reported. Their main clinical features, causes of symptoms, methods of diagnosis and treatment were analyzed.